
Preparing the pump for the WS1 pressure control module. 

 

Customers who already have a pump must adapt it for use with the module (the valve 

end must be modified). Ends were sometimes manufactured with a crossbar, 

sometimes without. 

 

1. First, inspect the pump end. There's usually a crossbar inside, which must be 

removed. 

 

2. The best way to remove the beam is to use a flathead screwdriver and a hammer. 

 

Place the screwdriver against the crossbar and then strike it with a hammer to break 

off the plastic element. 



 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 



3. After removing the crossbar, it should look like this: 

 

 


